[Assessment of total complement activity of blood plasma (serum) using reader for immunoenzyme analysis].
A method for instrumental assessment of the total complementary activity of human blood plasma (serum) by the classical and alternative activation is proposed. The test is carried out by the micromethod in round-bottom 96-well plates for immunological tests. The results are read by automated analyzer for enzyme immunoassay recording at 405 nm wavelength.